[Determination of choroid circulatory parameters].
The equipment needed for digital image acquisition and computer-aided image analysis of ICG-choroidal angiograms is shown. The approach to image analysis, the algorithms utilized and the 2- and 3-dimensional graphic display of some of our preliminary results are briefly explained. This image analysis method allows one to summarize information from a whole image sequence into topographical 3-dimensional displays of choroidal blood flow parameters of interest.